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 CERTIFICATION  

 

   
 AOAC® Performance TestedSM   

   

 Certificate No.  

 101702   

   
The AOAC Research Institute hereby certifies the test kit known as: 

   

RIDA®QUICK Gliadin 
   

 manufactured by  
 R-Biopharm AG 

An der neuen Bergstraβe 17 
64297 Darmstadt 

Germany 

 

   
This method has been evaluated in the AOAC® Performance Tested MethodsSM Program and found to perform as stated by the manufacturer contingent to the comments 
contained in the manuscript.  This certificate means that an AOAC® Certification Mark License Agreement has been executed which authorizes the manufacturer to display the 
AOAC Performance Tested SM certification mark along with the statement - "THIS METHOD'S PERFORMANCE WAS REVIEWED BY AOAC RESEARCH INSTITUTE AND WAS FOUND 
TO PERFORM TO THE MANUFACTURER'S SPECIFICATIONS" - on the above-mentioned method for a period of one calendar year from the date of this certificate (January 07, 
2021 – December 31, 2021).  Renewal may be granted at the end of one year under the rules stated in the licensing agreement.  
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                                                            Scott Coates, Senior Director 
Signature for AOAC Research Institute 
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APPLICABILITY OF METHOD  
Target analyte – Gliadin 
 
Matrixes – (surfaces 10 x 10 cm) stainless steel, sealed ceramic, plastic, 
silicone rubber, and clean-in-place waters (50 µL with detergent and 250 
µL without detergent) 
 
Performance claims - The RIDA®QUICK Gliadin detects gluten with an 
LOD95% of 1.6 – 3.0 µg/100 cm2 gluten depending on the surface.  The 
minimum detectable gluten concentration in cleansing reagents 
containing CIP waters is between 50 and 100 ng/mL while CIP waters with 
no reagents allows gluten detection at about 10 ng/mL.  No cross-reacting 
substance has been identified by the manufacturer.  Parallel 
measurements in various matrixes using the quantitative RIDASCREEN® 
Gliadin (AOAC OMA 2012.01) and the RIDA®QUICK Gliadin showed 
accurate detection of the claimed analytes by the dip-stick format.  There 
is no high-dose hook-effect for wheat, rye, and barley. 

 Study followed the AOAC INTERNATIONAL Guidelines found in Appendix N 

   

 
ORIGINAL CERTIFICATION DATE 
October 23, 2017 

CERTIFICATION RENEWAL RECORD 
Renewed annually through December 2021 

  
METHOD MODIFICATION RECORD 
NONE 

SUMMARY OF MODIFICATION  
NONE 

  
Under this AOAC® Performance TestedSM License Number, 101702 this 
method is distributed by: 
NONE 

Under this AOAC® Performance TestedSM License Number, 101702 this 
method is distributed as: 
NONE 

 
PRINCIPLE OF THE METHOD (1) 
The dip-stick consists of different zones. Prolamins in the sample solution will be “chromatographed” above the ‘maximum line’ and react with the R5-antibody 
coupled to a red latex microsphere. The ‘maximum line’ indicates the user the maximal liquid level of the sample solution. 
The ‘result window’ contains a small band of immobilized R5 antibody when T = test band (red) is positive and a second line C = Control band (blue) the reaction was 
valid. Results are read visually only. Generally, the higher the analyte level in the sample the stronger the red color of the test band will be (until a maximum of color 
is reached). 

  
DISCUSSION OF THE VALIDATION STUDY (1) 
The immuno-chromatographic dip-stick RIDA®QUICK Gliadin investigated in this validation study was demonstrated to be applicable for the detection of traces of 
gliadin on surfaces and in CIP waters. The in-house validation included a target and non-target compound study, a matrix study with four different surfaces, different 
cleansing reagents, a lot-to-lot comparability and stability testing, and ruggedness testing.   
The claimed target prolamins (gliadin, secalin, and hordein) were shown to react in a comparable manner as the “reference” WGPAT gliadin preparation. The 68 non-
target compounds (oats, pseudocereals, vegetables, seeds, nuts, fruits, spices, and alternative protein sources such as egg, mlik and soy) were checked to be gluten-
free (<5 mg gluten/kg) with the R5 sandwich ELISA (AOAC OMA Final Action 2012.01). The subsequent analysis with the dip-stick revealed no positive results which 
proved the selectivity of the method.  
Stainless-steel, plastic, sealed ceramic and silicone rubber surfaces contaminated with WGPAT gliadin showed corresponding gluten concentrations at which all 
results were positive at 4.0 µg/100 cm2, 4.0 µg/100 cm2, 4.0 µg/100 cm2, 2.0 µg/100 cm2, respectively. Using a 4-parameter curve fitting, LOD95% concentrations of 3.0 
µg/100 cm2, 1.6 µg/100 cm2, 2.8 µg/100 cm2, and 1.6 µg/100 cm2, were estimated respectively.   
Three chemically different cleansing reagents were spiked with gluten and revealed 100% positive results at or above 50 to 100 ng/ml gluten. Spiking of clean water 
with gluten resulted in 100% positive read-outs at or above 9.1 ng/ml gluten. 
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DISCUSSION OF THE VALIDATION STUDY Continued (1) 
A thorough ruggedness testing included the analysis of variation of ethanol extraction time (30 s and 30 s plus 10 min), incubation temperature of extraction and  dip-
stick analysis (16°C, 23°C, 30°C), incubation time of the dip-stick (4 min, 5 min, 6 min), and Lot-to-Lot comparison (shelf life and samples). Except incubation times, no 
parameter was found to influence the result in a way that could be critical under practical conditions. The longer the incubation time the higher the probability of 
detection for a given concentration was. Therefore, the test kit insert clearly recommends to incubating the dip-stick for exactly 5 min. Nevertheless, this effect is only 
visible at very low concentrations and not at the legal threshold. As stated by the manufacturer, the shelf life is 18 months at minimum and all tested lots were 
comparable even when using spiked samples after ethanol or Cocktail extraction. 
An independent laboratory validation study using contaminated stainless steel surfaces and spiked CIP solutions proved that the manufacturer’s claims are correct. 
 
Table 4. Results for testing a gliadin-contaminated stainless steel 
surface with an area of 10 x 10 cm for each swabbing experiment; 
20 replicates per amount; WGPAT gliadin preparation was used for 
contamination  

 
 
Table 5. Results for testing a gliadin-contaminated plastic surface with 
an area of 10 x 10 cm for each swabbing experiment; 20 replicates per 
amount; WGPAT gliadin preparation was used for contamination  

 

µg/100 cm2 gliadin POD
- -  -  -  -
- -  -  - -
- -  -  -  -
- -  -  -  -
- -  -  - +
- +  - +  -
+ -  -  -  -
- -  -  - +
+ + -  -  -
+ - + +  -
- - -  -  -
- - -  - -
+ + + + +
+ + + + +
+ + + + -
- - - + +
+ +  +  +  +
+ +  +  +  +
+ +  +  +  +
+ +  +  +  +
+ +  +  +  +
+ +  +  +  +
+ +  +  +  +
+ +  +  +  +

0.5 0.25

result for each repeat

0.00 0.00

0.25 0.25

1.00 0.80

2.00 1.00

4.00 1.00

µg/100 cm2 gliadin POD
- -  -  -  -
- -  - + -
- -  -  -  -
- -  -  -  -
- -  - + +
+ + + +  -
- +  -  -  -
+ +  - + -
- - + + +
+ + + + +
+ + + + +
- + + + +
+ + - + +
+ + + + +
+ + + + +
+ + + + +
+ +  +  +  +
+ +  +  +  +
+ +  +  +  +
+ +  +  +  +
+ +  +  +  +
+ +  +  +  +
+ +  +  +  +
+ +  +  +  +

result for each repeat

0.00 0.05

0.25 0.50

0.5 0.85

1.00 0.95

2.00 1.00

4.00 1.00
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Table 6. Results for testing a gliadin-contaminated silicone rubber 
surface with an area of 10 x 10 cm for each swabbing experiment; 20 
replicates per amount; WGPAT gliadin preparation was used for 
contamination  

 
 
 
Table 7. Results for testing a gliadin-contaminated sealed ceramic 
surface with an area of 10 x 10 cm for each swabbing experiment; 20 
replicates per amount; WGPAT gliadin preparation was used for 
contamination  

 
 
 

µg/100 cm2 gliadin POD
- -  -  -  -
- - - - -
- -  -  -  -
- -  -  -  -
- -  - - -
- + + - +
- - + - +
- -  - - -
- + + + -
+ - + + +
+ + + + +
+ + + + -
+ + + + +
+ + + + +
+ + + + +
+ + + + +
+ +  +  +  +
+ +  +  +  +
+ +  +  +  +
+ +  +  +  +
+ +  +  +  +
+ +  +  +  +
+ +  +  +  +
+ +  +  +  +

4.00 1.00

0.5 0.80

1.00 1.00

2.00 1.00

result for each repeat

0.00 0.00

0.25 0.25

µg/100 cm2 gliadin POD
- -  -  -  -
- -  - - -
- +  -  -  -
- -  -  -  -
- -  - - +
- + - - +
+ - + + +
- -  - - -
+ + + - +
+ + - + +
+ + + + +
- - - - -
+ + + + +
+ + + + +
+ + + + +
- - + + +
+ +  +  +  +
+ +  +  +  +
+ +  +  +  +
+ +  +  +  +
+ +  +  +  +
+ +  +  +  +
+ +  +  +  +
+ +  +  +  +

4.00 1.00

0.5 0.65

1.00 0.90

2.00 1.00

result for each repeat

0.00 0.05

0.25 0.35
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Table 8. Results for testing of a gluten-contaminated CIP water (1% Micro 
Quat Classic); 20 replicates per concentration; a Sigma gluten preparation 
was used for spiking  

 
 
 
Table 9. Results for testing of a gluten-contaminated CIP water (10% 
Acifoam VF10); 20 replicates per concentration; a Sigma gluten 
preparation was used for spiking 

 
 
 
 
 
 
 
 

ng/ml gluten POD
- - - - -
- - - - -
- - - - -
- - - - -
+ + + + +
+ + + + +
+ - + + +
- - - - -
+ + + + +
+ + + + +
+ + - - +
+ + + + +
+ + + + +
+ + + + +
+ + + + +
+ + + + +
+ + + + +
+ + + + +
+ + + + +
+ + + + +

result for each repeat

0

25

50

100

0.00

0.70

0.90

1.00

1.00200

ng/ml gluten POD
- - - - -
- - - - -
- - - - -
- - - - -
- - + - +
- - - + +
- - - - -
- + - - -
+ + + + +
+ + + + +
+ + + + +
+ + + + +
+ + + + +
+ + + + +
+ + + + +
+ + + + +
+ + + + +
+ - + + +
+ + + - +
+ + + + +

100 1.00

200 0.90

result for each repeat

0 0.00

25 0.25

50 1.00
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Table 10. Results for testing of a gluten-contaminated CIP water (1.8% 
Divosan Extra VT55); 20 replicates per concentration; a Sigma gluten 
preparation was used for spiking 

 
 
 
Table 11. Results for testing of a gluten-contaminated CIP water (no 
cleansing reagent); 20 replicates per concentration; a Sigma gluten 
preparation was used for spiking 

 
 
 
 
 
 
 
 
 
 

ng/ml gluten POD
- - - - -
- - - - -
- - - - -
- - - - -
- - - + +
+ + + + -
- + - + -
+ + + + +
+ + + + +
+ + + + +
+ + + + +
+ + + + +
+ + + + +
+ + + + +
+ + + + +
+ + + + +
+ + + + +
+ + + + +
+ + + + +
+ + + + +

result for each repeat

0

200

25 0.65

50 1.00

100 1.00

1.00

0.00

ng/ml gluten POD
- - - - -
- - - - -
- - - - -
- - - - -
- - - + -
- - - - -
- - - - -
- - - - -
+ + + + +
+ + + + +
+ + + + +
+ + + + +
+ + + + +
+ + + + +
+ + + + +
+ + + + +
+ + + + +
+ + + + +
+ + + + +
+ + + + +

36.4 1.00

result for each repeat

0 0.00

4.5 0.05

9.1 1.00

18.2 1.00
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